SCHEMATIC OF THE 
HEATHKIT ® 
MODEL IPA-5280-1 
AC POWER SUPPLY 


NOTES: 

1. RESISTORS ARE 1% PRECISION. 

2. CAPACITOR VALUES ARE IN UF. 

3. CD THIS SYMBOL INDICATES A DC VOLTAGE. 

4 V THIS SYMBOL INDICATES CIRCUIT GROUND. 


1/16 AMP 
SLOWBLOW T1 


RED-BLK 54-257 


